Penalty methods for the inverse problem in EIT.
The conductivity profiles arising in medical applications of electrical impedance tomography (EIT) are often of 'blocky' structure, i.e. they are relatively constant inside an organ and are rapidly varying at its boundary. Standard regularization methods for the inverse problem tend to blur these sharply defined edges. A penalty method is proposed which is especially designed for a better reconstruction of discontinuous conductivity profiles.